Background: Scrapie and BSE belong to a group of fatal, transmissible, neurodegenerative diseases called TSE. In order to minimize the risk of natural scrapie and presumed natural BSE in sheep, breeding programmes towards TSE resistance are conducted in many countries based on resistance rendering PRNP polymorphisms at codons 136 (A/V), 154 (R/H) and 171 (R/H/Q). Therefore, a reliable, fast and cost-effective method for routine PRNP genotyping in sheep, applicable in standard equipped molecular genetic laboratories, will be a vital instrument to fulfill the need of genotyping hundreds or thousands of sheep.
it is known that polymorphisms at codons 136 (A/V), 154 (R/H) and 171 (R/H/Q) of PRNP, the gene encoding PrP C , are associated with TSE resistance/susceptibility [3] .
Based on epidemiological evidences, it is almost certain that scrapie is not transmissible to human, in contrast to BSE, where there is strong evidence that it causes vCJD in human [4] . Moreover, also sheep can be infected by BSE via experimental transmission, although the ARR/ARR PRNP genotype seems to render the highest degree of resistance to both classical scrapie and BSE [5] . Because there is great concern about the possibility that sheep are also infected by BSE in nature, the EU forces all EU countries to conduct breeding programmes in order to select for sheep with the most TSE resistant genotypes to minimize the risk of TSE, or eventually eradicate the disease from sheep stocks [6] .
In order to accomplish this goal, a reliable, fast and costeffective method for PRNP genotyping in sheep is indispensable. To date, a number of methods are used, including sequencing [7] , PCR-RFLP [8] , DGGE analysis [9] , primer extension assay [10] , ARMS [11] , TaqMan-MGB assay [12] and reverse hybridization (Stefan Roels, personal communication). Here we report the development and validation of a new, dual fluorescent multiprobe assay, consisting of 2 closed tube PCR reactions containing respectively 4 and 3 dual-labelled fluorescent ASO probes for the detection in real-time of the 7 allelic variants of sheep PRNP mentioned above.
It is important to note that the last few years there are more and more reports of sheep that are infected with atypical scrapie, including sheep with the ARR/ARR genotype. New insights in this new form of scrapie, that seems to be associated with PRNP codons 141 and 154 [13] , will probably have a major impact on the ongoing breeding programmes for reduced TSE susceptibility and will probably result in the development of adapted genotyping methods.
Methods

DNA preparation from blood samples
Whole blood samples from 58 Belgian sheep (Texel, Suffolk, Swifter, Bleu du Maine, Ardense Voskop, Vlaams Schaap, Lakens Schaap, Belgisch Melkschaap) were collected in tubes containing anti-coagulant and stored at -20°C. Two hundred µl blood was washed 3 times with 500 µl TE (10 mM Tris-HCl pH 8; 1 mM EDTA pH 8) to roughly clean-up the white blood cells. The pellet was resuspended in 100 µl Lysis Buffer K (10 mM Tris-HCl pH 8; 50 mM KCl; 0.5% Tween 20) supplemented with 100 µg/ml proteinase K (Roche Diagnostics, Belgium) and incubated for 45' at 56°C to release the DNA. The lysate was incubated for 10' at 95°C to inactivate the proteinase K and centrifugated at 16.100 × g for 1' to pellet down the cell debris. This unpurified DNA solution has an average concentration of 50 ng/µl.
PCR primer and probe design
Primers and dual-labelled ASO probes were designed with Primer Express software version 2.0 (Applied Biosystems, USA) and synthesized by Sigma-Genosys (UK). Their sequences and T m (calculated via T m Utility [14] ) are listed in Table 1 .
The primers generate a 180-bp amplicon of PRNP exon 3 containing codons 136, 154 and 171. The primer sequences contain no described SNPs, maximizing the range of animals that can be tested, and contain no more than 2 Gs or Cs in the last 5 bp and no more than 3 consecutive Gs, minimizing self-complementarity and the formation of primer-dimers and hairpin structures.
A dual-labelled ASO probe was designed for each of the 7 allelic variants, in which the SNP is localized approximately in the middle of the sequence. The probe sequence does not start with a G, preventing quenching of the fluorophore, and contains no more than 3 consecutive Gs. For all possible candidate probes of each SNP, the melting temperature was calculated for the perfect match (T m ) and for the single mismatch ( av T m ) with the other allelic variant. Those probes were selected for which the T m with the perfect match was higher than the T m of the primers and for which the av T m with the single mismatch was lower than the T m of the primers (see Table 1 ).
In PCR 1, the 4 allelic variants of codons 136 (A/V) and 154 (R/H) are determined simultaneously with 4 allelespecific probes, each containing a different fluorophore. A combination of the fluorophores FAM/HEX/TexasRed/ Cy5 was chosen as described by Ugozzoli et al. [15] . In PCR 2, the 3 allelic variants of codon 171 (R/H/Q) are determined simultaneously with 3 allele-specific probes, containing resp. FAM/HEX/TexasRed as fluorophore. The fluorophores FAM/HEX are quenched with BHQ1, and TexasRed/Cy5 with BHQ2.
Quality test for dual-labelled ASO probes
In order to check the quality of the probes, 1 µl 10 µM probe was digested with 1 U of RQ1 DNase (Promega, USA) for 30' at 37°C in a final volume of 10 µl. After adding 40 µl of 10 mM Tris-HCl pH 8, the fluorescence was measured by using the Imaging Services of the iCycler iQ Real-Time PCR Detection System (Bio-Rad Laboratories, USA) with 50 µl of the Bio-Rad calibration dye as a reference in a separate tube.
Dual fluorescent multiprobe assay
Both PCRs of the assay were performed in the iCycler iQ Real-Time PCR Detection System (Bio-Rad Laboratories, USA) using normal PCR tubes (ABgene, UK), in a total volume of 15 µl containing iQ Supermix (50 mM KCl, 20 mM Tris-HCl pH 8.4, 0.8 mM dNTPs, 0.375 U iTaq DNA polymerase, 3 mM MgCl 2 and stabilizers; Bio-Rad Laboratories, USA), 400 nM of each primer and probe, and ~150 ng DNA. The real-time PCR program for both reactions consists of an iTaq DNA polymerase activation and DNA denaturation step (3' at 95°C), followed by 40 amplification cycles (denaturation for 20" at 95°C and annealingelongation for 40" at 62°C). The fluorescent signals, generated by the cleavage of the dual-labelled ASO probes, were detected in real-time during the annealing-elongation step. 
Gel electrophoresis and elution
The 180-bp amplification product from sheep with known genotypes was visualized by 2% agarose multipurpose molecular grade (Bioline, UK) gel electrophoresis, eluted in 20 µl with the Geneclean II kit (Bio101, USA), 1000 times diluted with 10 mM Tris-HCl pH 8 and used as a template during the optimalization of the genotyping assay. These purified PCR products were also used as positive controls in later assays. To avoid possible contamination of samples with these PCR controls, the setup of the control PCRs was performed after the setup of the sample PCRs, with the same PCR mix, while following standard procedures for good laboratory practise.
PCR-RFLP
The PCR-RFLP assay is described by Peelman After probe quality testing, the hybridization temperature range was determined for each probe separately, in which highly specific hybridization occured without mismatch hybridization, within the optimal annealing temperature range of the primers. This was performed with a real-time temperature gradient experiment in the iCycler iQ RealTime PCR Detection System (data not shown). The experiment was performed in a total volume of 15 µl with iQ Supermix, 200 nM primers and probe, and ~150 ng purified PCR product for 3 different samples (+/+, +/-and -/-) and H 2 O as NTC.
Finally, considering the optimal hybridization temperature range of all probes, the optimal hybridization temperature and the primer and probe concentrations were determined for the 2 fluorescent multiprobe PCRs. For both closed tube PCRs an annealing/hybridization temperature of 62°C in combination with 400 nM primers and probes resulted in an accurate genotyping assay, even with unpurified DNA as a template. The obtained amplification curves from unpurified DNA samples with all possible outcomes for each probe are shown in Figure 1 . Figure 2 . Since the software is not able to distinguish more than 2 allelic variants, no plots are shown for codon 171. These results were also confirmed by direct sequencing. In addition, the assay was used to genotype more than 600 Belgian sheep within the TSE resistant breeding programme framework. No discrepancies with the rules of Mendelian inheritance were observed.
Semi-automatic PRNP genotype determination
Discussion
To minimize the risk ofTSE, breeding programmes of sheep to select resistant genotypes will be implemented in the near future in all EU countries [6] . An assay as described above will therefore be a vital instrument for a lot of molecular genetic laboratories to fulfill the need of genotyping hundreds or thousands of sheep. However, the most resistant ARR/ARR sheep are not 100% resistant to classical scrapie and BSE, and are furthermore susceptible to atypical scrapie [3, 5, 13] . Because scientists are searching for new resistance markers, it is likely that, based on new findings, future breeding programmes will be adapted. As a consequence, also the genotyping methods will have to be adapted, which can easily be done with this assay. (Figure 1 ). These can not only serve as internal controls, but can also identify 'complex' PRNP genotypes [18] .
A probe for the detection of the K 171 variant was not included in the assay, because little is known about its association with TSE resistance/susceptibility [19] . If recommended, the probe can be included in PCR 2. The assay was not tested on sheep containing the K 171 allele, but because of the low T m of the R 171 , H 171 and Q 171 probes with the K 171 sequence, a K 171 allele won't be detected with the current assay. In case of a homozygote no allele will be detected in PCR 2 and in case of a heterozygote only the other allele will be detected in PCR 2. However, the shape of the amplification plot will reveal that only 1 allele was detected. This will also be the case for every other mutation in the probe sequence, depending on the T m of the probes with the mutated sequence, which is inherent in a primer/probe based technique. Until now, no such problem was observed during routine genotyping of more than 600 Belgian sheep.
Although the sequencing method is still the golden standard for detecting all possible polymorphisms, it is a very time consuming and expensive technique not suitable for routine typing of large samples numbers in smaller service laboratories. The assay described here is an alternative method for routine typing of a defined number of poly- Taking into account the 9 control samples, both PCR 1 and PCR 2 can be conducted in 1 single run using a well factor plate for calibration for less than 40 samples. For 40 samples or more (with a maximum of 87 samples per run), the assay should be performed in 2 runs (PCR 1 and PCR 2) using the experimental plate for calibration. Every run takes 1h25. When using robotic workstations and multiple real-time PCR detection systems this assay can easily be used in laboratories dealing with a large number of samples.
The assay is robust since it can be performed with unpurified DNA as template for PCR, as shown in Figure 1 
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values and higher RFU-values with purified PCR products (data not shown). Since the discrimination factor in the assay is whether or not a Ct-value is generated (the value itself is not important), the DNA concentration and quality don't influence the genotyping result, as long as a PCR product is generated. So, an extra DNA purification step could be included for bad preserved blood samples.
When applying the proposed primer/probe design strategy, the T m of the primers can be chosen randomly, as long as the T m of each probe with its perfect match target sequence is higher and its av T m with the other allelic variant (mismatch) is lower than the T m of the primers (see Table 1 ). A ∆T m of 2°C in both directions is sufficient to obtain the desired probe specificity for allelic discrimination (see Figure 1 and 2) , without the need for expensive MGB-or LNA-probes [20, 21] . We recommend to check every probe for fluorophore respons before starting any PCR optimization.
The performance of the assay was demonstrated via a cross-validation study. The correlation between the genotypes of 50 sheep generated with the dual fluorescent multiprobe assay and with PCR-RFLP and direct sequencing as reference methods was 100%. In addition, no discrepancies against the rules of Mendelian inheritance were observed during routine genotyping of more than 600 Belgian sheep.
Conclusions
We have developed and validated a dual fluorescent multiprobe assay for robust, reliable and reproducible genotyping of few to many sheep samples in a fast, simple and cost-effective way, practicable in most standard equipped molecular genetic laboratories. The outlined primer/ probe design strategy can also be applied for the detection of other polymorphisms or disease causing mutations. 
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